Cordless Motor S /_\ F

Quick Operation Guide

This guide is not a replacement to
the instructions for use and the
Clinical Protocol - please read the
product manuals.

Scan QR code for the complete
instructions for Use:

INFINITUM

>
1. Remove the cover and 2. Charge the Cordless motor 3. Before the first use, pair the
connect the power cable to until the charging light motor with the Main Device,
the charging cradle changes from red to green, through the Settings menu >

indicating a full charge Pairing screen

4. Connect the irrigation tube 5. Connect the handpiece to 6. Thread the irrigation tube
to the handpiece the Cordless motor, to lock through the front and back
the tube in place tube grips

7. Long-press the power 8. After the clinical procedure, 9. Disinfect the Cordless
button to resume the release the handpiece from motor
motor from sleep mode the motor, using the

release button

The Cordless motor is not waterproof. Make sure to avoid
from direct contact with irrigation liquids!
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