
Irrigant
preparation

(per canal)

Mix together

NaOCl: 10mL 

HEDP: 1 Cap

Retreatment: after 1 minute of SAF operation, dry the canal, deactivate pump, apply solvent (Chloroform) 

and operate the SAF for 1 minute. Then activate pump and work another minute or until the canal is clean.
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Narrow

Initial size: 
< #15

Retreatment file
#25/06

Clinical Protocol
Self Adjusting File

Mild

Initial size: 
< #20

Simple

Initial size: 
#20-30

Wide

Initial size: 
#35-55

Very Wide

Initial size: 
#60+

Retreatment

Remove main 
bulk,�continue 
by standard 

protocol

PreSAF FLARE
#25/09

Only for 
obstructed 

orifice

250-400 RPM

1.4 N.cm

PreSAF GLIDE
#14/03

250-400 RPM

1.2 N.cm

PreSAF PREP
#21/05-04-02

250-400 RPM

1.4 N.cm

SAF ø 1.5

5,000 RPM

SAF ø 2.0

5,000 RPM

SAF ø 3.0

5,000 RPM

Operate the suitable SAF for 2 minutes in the 
root canal, in pecking motions, to achieve a 

synergistic shaping-irrigation-agitation effect


